The Hydra Disposable Auxiliary Water Jet Connector is a disposable auxiliary irrigation port connector for endoscopes which is used in conjunction with Hydra irrigation tubing. The Hydra Disposable Auxiliary Water Jet Connector is comprised of a female luer connection, a backflow prevention check valve, and a threaded endoscope connection.

**User Information**

Endoscopic procedures should only be performed by persons having adequate training and familiarity with endoscopic techniques.

**Indications for Use / Intended Use**

The Hydra Disposable Auxiliary Water Jet Connector is in use with a gastrointestinal endoscope and to an irrigation source.

**Contraindications**

Contraindications include those specific to any endoscopic procedure.

**Warnings**

- Never attach or reattach the Hydra Disposable Auxiliary Water Jet Connector to an endoscope that is/was inside the patient and has not been reprocessed.
- Exposure to bodily fluids may occur during the connection or disconnection of this device. The user is responsible for adhering to Body Substance isolation procedures.
- Do not insert this device into the patient. The device should be attached to the auxiliary water port of a flexible gastrointestinal endoscope and to an irrigation source.