PillCam™ Capsule Endoscopy and Implantable Device Systems

PillCam™ Capsule Endoscopy
The PillCam Endoscopy procedure uses an ingestible imaging capsule (Figure 1) to help detect abnormalities of the esophagus and/or gastrointestinal tract. Once the PillCam capsule has been ingested, it passes naturally through the gastrointestinal tract. Along the way, it captures and transmits video images to an array of electrodes affixed to the patient’s thorax. The SensorArray™ electrodes detect the data signals and send them directly to an external recording device called the DataRecorder™, which collects and stores the video images to be downloaded to a computer workstation for review and diagnosis.

Electromagnetic interference
Like most electronic devices, the PillCam generates electromagnetic waves, which can vary in amplitude and frequency. Electromagnetic interference (EMI) may occur when electromagnetic waves from one electronic device disrupt the functioning of another electronic device. If an electronic device interferes with the operation of an implanted pacemaker or defibrillator, the effects of the interference are typically temporary.

Evaluation for potential interference
Boston Scientific has not conducted testing for potential EMI between Boston Scientific CRM implantable pacemakers and defibrillators and the PillCam device. However, Boston Scientific did evaluate transmitter, frequency, and power specifications for the PillCam capsule and PC-69 standards testing for Boston Scientific implantable pacemakers and defibrillators. This evaluation revealed that the radiated power/frequency of the PillCam is in a range where interference was not detected, suggesting that the PillCam is not likely to cause interference with the implanted pacemaker or defibrillator.

The PillCam manufacturer, Given Imaging, contraindicates the use of PillCam in patients implanted with a pacemaker or defibrillator.\(^3\)

NOTE: Patients should consult with their device following physician to discuss any concerns they might have regarding the potential for interference. Boston Scientific cannot assure the safe and effective operation of its implantable CRM device or the PillCam when used in combination.